inted on 6/10/2018 at 11:29 AM

Calibration Worksheet

UTC Time

Conductivity/Temp 17C104812

Coordinated Universal Time

Start Date/Time

6/11/2018 01:25:22

6/11/2018 01:25:22

End Date/Time

6/11/2018 01:27:10

6/11/2018 01:27:10

Previous Calibration Date/Time

5/28/2018 02:11:23

5/28/2018 02:11:23

Sensor Type Conductivity/Temp
Sensor SN 17C104812
Sensor Firmware Version 3.0.5

Calibration Parameter

SpCond ySi/cm

QC Score

Cal Point 1

Sonde Type EXO02 Sonde

Sonde SN 17D108371

Sonde Firmware Version 1.6.35

Sonde ID Sonde 17D108371 CNV
Cal Point 2 Cal Point 3

Standard

50000.00 SpuS/cm

Pre Calibration Value

49944 .80 SpuS/cm

Post Calibration Value

50000.00 SpuS/cm

Raw Value (Cond RAW uSicm)

45363.00

Temperature

2132°C

Additional Input 1 (N/A)

Additional Input 2 (N/A)

Additional Input 3 (N/A)

Worksheet Version

1

Type Potassium Chloride
Manufacturer YSI
Lot Number 18C100086
Calibration Point Accepted YES
Stability Achieved YES
Completed YES Additional Post Calibration Info:
Applied YES Cell Constant: 5.23
Valid YES
Sensor Removed NO
Uncalibrated NO
Hardware EXO Desktop
_ KOR Version 1.0.12
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Calibration Worksheet

UTC Time

Optical DO 17D107394

Coordinated Universal Time

Start Date/Time

6/11/2018 01:45:18

6/11/2018 01:45:18

End Date/Time

6/11/2018 01:47:30

6/11/2018 01:47:30

Previous Calibration Date/Time

5/28/2018 02:43:15

Sensor Type Optical DO Sonde Type EXO2 Sonde
Sensor SN 17D107394 Sonde SN 17D108371
Sensor Firmware Version 3.0.0 Sonde Firmware Version 1.0.35
Calibration Parameter ODO % sat Sonde ID Sonde 17D108371 CM
QC Score
. Cal Point 1 Cal Point 2 Cal Point 3
Standard Air Saturated
Pre Calibration Value 99.70 % sat
Post Calibration Value 100.30 % sat
Raw Value (ODO % RAW) 96.74
Temperature 21.29°C
Additional Input 1 (Baro mmHg) 762.00

Additional Input 2 (N/A)

Additional Input 3 (N/A)

Type Air-Saturated

Manufacturer

Lot Number

Calibration Point Accepted YES

Stability Achieved YES

Completed YES Additional Post Calibration Info:

Applied YES Membrane SN: 17C104255
Membrane Info Last Updated: 04/21/2017 07:23:58

Valid YES ODO Gain: 1.03

Sensor Removed NO

Uncalibrated NO

Hardware EXO Deskiop

KOR Version 1.0.12

Waorksheet Version

1
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Calibration Worksheet

UTC Time

Coordinated Universal Time

pH 17F100785

Start Date/Time

6/11/2018 00:57:36

6/11/2018 00:57:36

End Date/Time

6/11/2018 01:08:42

6/11/2018 01:08:42

Previous Calibration Date/Time

5/28/2018 02:33:36

5/28/2018 02:33:36

Sensor Type pH Sonde Type EXO2 Sonde
Sensor SN 17F100785 Sonde SN 17D108371
Sensor Firmware Version 3.0.0 Sonde Firmware Version 1.0:35
Calibration Parameter pH Sonde ID Sonde 17D108371 CMV
V QC Score

Cal Point 1 Cal Point 2 Cal Point 3
Standard 7.02 pH 10.05 pH
Pre Calibration Value 7.02 pH 10.03 pH
Post Calibration Value 7.02 pH 10.05 pH
Raw Value (pH mV) -12.41 -186.72
Temperature 21.19°C 20206

Additional Input 1 (N/A)

Additional Input 2 (N/A)

Additional Input 3 (N/A)

Type YSI pH 7 Buffer YS! pH 10 Buffer

Manufacturer YSI YSI

Lot Number 1BA1S 18A3T

Calibration Point Accepted YES YES

Stability Achieved YES YES

Completed YES Additional Post Calibration Info:
~ Applied YES 2?573{}3‘ 3!:)1 r‘l g;—?i rlii:allta Slope 174.31 mV

Valid YES

Sensor Removed NO

Uncalibrated NO

Hardware EXO Desktop

KOR Version 1.0.12

Worksheet Version 1
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Calibration Worksheet

Depth Non-Vented 0-100m 17C103815

UTC Time Coordinated Universal Time
Start Date/Time 6/11/2018 01:50:27 6/11/2018 01:50:27
End Date/Time 6/11/2018 01:51:33 6/11/2018 01:51:33
Previous Calibration Date/Time 5/30/2017 07:23:05 5/30/2017 07:23:05
Sensor Type Depth Non-Vented 0- Sonde Type EXO2 Sonde
Sensor SN 17C103815 Sonde SN 17D108371
Sensor Firmware Version 3.0.0 Sonde Firmware Version 11035
Calibration Parameter Depth m Sonde ID Sonde 17D108371 CN

QC Score
Cal Point 1 Cal Point 2 Cal Point 3

Standard 0.00 m
Pre Calibration Value 0.31m
Post Calibration Value 0.00 m
Raw Value (Press RAW) 0.14
Temperature 2155 C
Additional Input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
Type
Manufacturer
Lot Number _
Calibration Point Accepted YES
Stability Achieved YES
Completed YES Additional Post Calibration Info:
S
Valid YES Depth Altitude (m): 150.00
Sensor Removed NO Depth Latitude: 30.00
Uncalibrated NO
Hardware EXQ Deskiop
KOR Version 1.0:12
Worksheet Version 1
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Calibration Worksheet

UTC Time

Depth Non-Vented 0-100m 17C103815

Coordinated Universal Time

Start Date/Time

6/11/2018 01:50:27

6/11/2018 01:50:27

End Date/Time

6/11/2018 01:51:33

6/11/2018 01:51:33

Previous Calibration Date/Time

5/30/2017 07:23:05

5/30/2017 07:23:05

Sensor Type Depth Non-Vented 0- Sonde Type EXO2 Sonde
Sensor SN 17C103815 Sonde SN 17D108371
Sensor Firmware Version 3.0.0 Sonde Firmware Version 1.0.35
Calibration Parameter Depth m Sonde ID Sonde 17D108371 CNV
QC Score
Cal Point 1 Cal Point 2 Cal Point 3
Standard 0.00 m
Pre Calibration Value 0.31m
Post Calibration Value 0.00 m
Raw Value (Press RAW) 0.14
Temperature 214556
Additional Input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
Type
Manufacturer
Lot Number
Calibration Point Accepted YES
Stability Achieved YES
Caompleted YES Additional Post Calibration Info:
Applied YES Depth Mounting: Moving
Depth Offset (m): 0.00
Valid YES Depth Altitude (m): 150.00
Soreor Romaved NO Depth Latitude: 30.00
Uncalibrated NO
Hardware EXO Desktop
KOR Version 1.0.:12

Worksheet Version

1




