Printed on 12/28/2017 at 4:32 PM

Calibration Worksheet

©

Conductivity/Temp 17C104812

' UTC Time
12/29/2017 08:30:16

Coordinated Universal Time

 Start Date/Time | 12/20/2017 08:30:16

End Date/Time

Previous Calibration Date/Time

12/29/2017 08:32:27

12/29/2017 08:32:27

11/25/2017 00:54:22

11/25/2017 00:54:22
| T, ol

Sensor Type Conductivity/Temp Sonde Type EXO2 Sonde
‘Sensor SN ' 17C104812 Sonde SN | 17D108371
Sensdr Fii'mware Version 3.05 Sonde Firmware Versioh 1.0.35

ﬁCalibr‘a'ti'ofv' Paraméter

'Standard

Pré Calibratibn Value
. Pdst Calibration Value

Raw Value (Cond RAW pS/cm)
' Temberéture -
Additional Input 1 (N/A)
'Additional Input 2 (N/A)
Additional Input 3 (N/A)

. SpCond 'uS!cm

Cal Point 1
10000.00 SpuS/cm
10065.60 SpuS/em
10003.80 SpuS/cm
8682.93

1 18.88°C

Sonde ID

. Cal Point 2

Type Pdtéésiﬁm Chloride

Manufacturer YSI '

Lot Number 15¢100197

Calibration Point Accepted YES

Stability Achieved ' YES

Completed YES Additional Post Calibration Info:
Appliéd == ' YES Cell Constant: 5.19

Valid YES

Sensor Removed NO

Uncalibrated NO

Hardware
KOR Version

Worksheet Version

- EXO Desktop

1.0.12
i

' Sonde 17D108371 CN

Cal Point 3




Printed on 12/28/2017 at 4:42 PM

Start Date/Time

End D-atelT ime

Previotjs Calibration Date/Time
Sensor Type

Sensor SN

Sensor Firmware Version

; Ca'libr.éﬁo'h Parameter

QC Score

Standa.rd

Pré Calibraiibh Value

Post Calibration Value
Raw Value (Coﬁd RAW uS/cm)
Temperat-ure' '
‘Additional Input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
. e
Manufacturer

Lof Number

Calibration Point Accehied
Stability Achieved

Completed
Applied

Valid

‘Sensor Removed

Uncalibrated
Hardware
KOR VVersiéri _

Worksheet Version

Calibration Worksheet

UTC Time
12/29/2017 08:40:33

12/29/2017 08:42:20

12/29/2017 08:32:27

Conductivity/Temp
17C104812
3.05

SpCond uS/cm

Cal Point 1
50000.00 SpuS/cm
50695.50 SpuS/cm

49999.30 SpuS/em

44280.87
19.16°C

Potassium Chlaride
YSI

11a100659

YES

YES

YES
YES
YES
NO

No

EXO Desktop

1012

1

Conductivity/Temp 17C104812

Coordinated Universal Time
12/29/2017 08:40:33
12/29/2017 08:42:20
12/29/2017 08:32:27

Sonde Type
Sonde SN

Sonde Firmware Version

Sonde ID

Cal Point 2

Additional Post Calibration Info:

Cell Constant; 5.12

EXO2 Sonde
17D108371

1.0.35

Sonde 17D108371 CN

Cal Point 3




Printed on 12/28/2017 at 5:32 PM

Start Date/Time
' End Date/Time

Previous Calibration Date/Time

Sensor Type
Sensor SN
Sensor Firmware Version

Cafibration Pérameter

' QC Score
&

Standard

Pre Calibration Value
Post Calibration Valde

. Raw Value (pH mV)

" Tefnperature o
Additional Input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
Type '
Manufacturer

Lot Number

Calibratic;n Point Accepted
' Stability Achieved

Completed
Applied

Valid

Sensor Removed

Uncalibrated
Hardware
KOR -V_eréion =

'Wo.rksheet Version

Calibration Worksheet

UTC Time

12/29/2017 09:31:07
12/29/2017 09:31:47
12/29/2017 09:20:02

pH
17F100785
3.0.0

pH

Cal Point 1
7.00 pH
6.86 pH

7.00 pH

-49.11
18.99°C

YSI pH 7 Buffer
YSI

17H2S

YES

YES

YES
YES
YES
NO

NO

EXO Desktop

1 1.012

1

pH 17F100785

Coordinated Universal Time
12/29/2017 09:31:07 '
12/29/2017 09:31:47
12/29/2017 09:20:02

Sonde Type EXO2 Sonde

Sonde SN | 17D108371

Sonde Firmware Version 1.0.35

Sonde ID Sonde 17D108371 CN

Cal Point 2 Cal Point 3

Additional Post Calibration Info:
None




Printed on 12/28/2017 at 5:24 PM

Start Date/Time
End Date/Time '

' Previous Calibration Date/Time '

Sensor Type
Sensor SN'
' Sensor Firmwéfe Version

Calibration Parémeter

' QC Score
-

Standard

F‘re Calibration Value
Post Calibration'Vaiue
Raw Value (pH mV)
Temperature
‘Additional input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
Type '
Manufacturer

Lot Number

Calibration Point Accepted
Stability Achieved

Completed
Applied

Valid

Sensor Removed

Uncalibrated
Hardware

KOR Versidh
Worksheet Version

Calibration Worksheet

UTC Time

© 12/29/2017 09:19:00

12/29/2017 09:20:02

12/29/2017 09:03:22

pH
17F100785
3.0.0

pH

Cal Point 1
10.00 pH
10.06 pH
10.00 pH
-229.73
18.17° C

YS! pH 10 Buffer
YSI
12H2T

YES
YES

YES
YES
YES
NO
NO

EXO Desktop

1012

1

Sonde Type
Sonde SN

pH 17F100785

Coordinated Universal Time

12/29/2017 09:19:00
12/29/2017 09:20:02
12/29/2017 09:03:22

Sonde Firmware Version

Sonde ID

Cal Point 2

EXO2 Sonde
17D108371
1.0.35

" Sonde 17D108371 CN

Cal Point 3

Additional Post Calibration Info:

None




Printed on 12/28/2017 at 5:04 PM

Start Date/Time
End Date/Time

Previous Calibration Date/Time

Sensor Type
Sensér' SN
Sensor Firmware Version

'Calibration Parameter “

' QC Score
]

Standard

Pre Calibration Value
Post Ca'libration' Vaiue
Raw Value (pH mV)
Temperatdre -
Additional Input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
Type

Manufacturer

Lot Number

Calibration Point Accepted
Stability Achieved

Completed
Applied

valid

Sensor Removed

Uncalibrated
Hardware
KOR Version

Worksheet Version

Calibration Worksheet

UTC Time

12/29/2017 08:55:30
12/29/2017 09:03:22
11/25/2017 01:29:24

pH
17100785
3.0.0

pH

Cal Point 1
7.00 pH
7.42 pH
9.96 pH
-63.74
2185°C

¥YSI pH 7 Buffer
YS| |
17h2s

YES

YES

YES
YES
YES
NO
NO

EXO Desktop
1.0.12 '
-

pH 17F100785

Coordinated Universal Time
12/29/2017 08:55:30
12/29/2017 09:03:22
11/25/2017 01:29:24

Sonde Type EXO2 Sonde

Sonde SN ~ 17D108371

Sonde Firmware Version 11.0.35

Sonde ID | Sonde 17D108371 CN

Cal Point 2 Cal Point 3

10.00 pH
10.35 pH
' 10.00 pH

-228.18

HITE

YS! pH 10 Buffer
YSI

YES
YES

Additional Post Calibration Info:
pH 7.00 and 10.00 Delta Slope 174.44 mV
58.15 mV per pH unit




Printed on 12/28/2017 at 4:47 PM

Start Date/Time

En6 Dafe{T ime '

Previous Calibration Date/Time
Sensor Type

Sensor SN

Sensor Firmware Version

C'al'i“bration Parameter

QC Score

Sfahdard

Pre Calibraﬁon Value

Post Calibration Value
Raw Value (Cﬁlofc}bhyll RAW)
Temberature

Additional Input 1 (N/A)
Additional Input 2 (N/A)
Additional Input 3 (N/A)
Type '
Mamjfactu“rer'

Lot Number

Calibration Point Accepted
Stabi’[ity Achieved

Completed
“Appiied

Valid

Sensor Removed

Uncalibrated

Hardware
KOR Version

Worksheetr Version

Calibration Worksheet

UTC Time
12/29/2017 08:46:30
12/29/2017 08:47:34
1/1/1970 08:00:00

Total Algae BGA-PE
17K104828

3.0.0

Chlorophyll ug'/!_

Cal Point 1
0.00 pg/L
-0.63 pgiL
0.02 g/l
-0.16

18.40°C

Pure Water

tap

YES
YES

YES

YES

YES
NO

NO
EXO Desktop
1012

1

Total Algae BGA-PE 17K104828

Coordinated Universal Time
12/29/2017 08:46:30
12/29/2017 08:47:34
1/1/1970 08:00:00

Sonde Type

Sonde SN

Sonde Firmware Version
Sonde ID

Cal Point 2

Additional Post Calibration Info:
None

EXO2 Sonde
17D108371

1.0.35

Sonde 17D108371 CN

Cal Point 3




